Introduction Tissue Doppler imaging (TDI) plays an important role in assessing diastolic function using echocardiography. However, two different methods [pulsed wave (PW-TDI) and color-coded (CC-TDI)] are currently used. We aimed to compare both measurements. Methods We included 114 patients that were referred to our echocardiography department for evaluation of diastolic left ventricular function. In these patients, we sequentially measured tissue velocities of basal lateral and septal myocardium of the left ventricle in an apical fourchamber view with both PW-TDI and CC-TDI. Results Our cohort consisted of a heterogeneous group of patients with and without a history of cardiac disease. Mean age of the patients was 52 ± 16.7 years, and 62% were males. We found a strong correlation between PW-TDI-and CC-TDI-derived myocardial velocities (r = 0.93; p = 0.001). However, E 0 (mean of lateral and septal) velocities measured with PW-TDI were consistently higher compared to CC-TDI values [PW-TDI E 0 10.3 ± 3.9 (SD) cm/s vs. CC-TDI E 0 7.7 ± 3.1 cm/s; p \ 0.001]. From these data, we calculated that the relation between E 0 measured with PW-TDI and CC-TDI can be described as: E 0 (PW-TDI) = 1.25 ? 1.17 9 E 0 (CC-TDI). Consequently, E/E 0 measured with PW-TDI was consistently lower compared with CC-TDI (9.1 ± 3.1 vs. 12.5 ± 5.7; p \ 0.001) From these data, we calculated that the relation between E/E 0 measured with PW-TDI and CC-TDI can be described as:
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Epidemiological studies have demonstrated that 38-54% of all patients, who are hospitalized for heart failure, have a preserved left ventricular ejection fraction (LVEF) [1, 2] . In these patients, heart failure is considered to be caused by diastolic dysfunction. So far, large randomised clinical trials failed to demonstrate beneficial effects of treatments that are well validated in systolic heart failure [3, 4] . This might in part be caused by a lack of established parameters for the diagnosis of diastolic heart failure [5] [6] [7] which in many cases led to misdiagnosis of diastolic heart failure. In a recent consensus statement of the European Society of Cardiology (ESC) [8] a diagnosis of diastolic heart failure should include signs and symptoms of heart failure, a relative preserved systolic heart function (LVEF [ 50%), echocardiographic evidence of diastolic dysfunction, and raised natriuretic peptides. E/E 0 was considered to be the most important diastolic function parameter, which is obtained through measuring mitral valve E inflow velocity (early diastolic inflow) divided by myocardial E 0 velocity measured at the basal part of the lateral and septal LV wall. Several studies have shown that E/E 0 shows the best correlation with invasively measured pressure volume curves [9] [10] [11] [12] . However, the actual value of E/E 0 depends on the method that has been used. E 0 values are derived from relatively new echo techniques which are generally accepted in the evaluation of diastolic LV function [13] . E 0 can be measured both by pulsed wave tissue Doppler imaging (PW-TDI) (spectral tissue Doppler imaging) and color-coded tissue Doppler imaging (CC-TDI). Both methods are based on the same tissue Doppler imaging (TDI) principle. However, differences between PW-TDI and CC-TDI measurements have been shown in phantoms and small cohorts of healthy volunteers and patients [14] [15] [16] . The primary aim of the present study was to assess similarities and differences between PW-TDI-and CC-TDI-derived E 0 values in a heterogeneous and larger group of patients referred for evaluation of diastolic function and to investigate the implications of using these different techniques for the classification of patients for diastolic heart failure using E/E 0 .
Methods

Patient population
A total number of 114 consecutive patients, 18 years of age and older, who were referred for left ventricular diastolic function measurements at the Department of Echocardiography of the University Medical Center Groningen, were included in the present study. We excluded patients with a poor quality of the echocardiogram, atrial fibrillation/flutter or severe arrhythmias, hemodynamic important mitral valve regurgitation, patients with dyskinetic wall motions, and patients with artificial valves or congenital heart disease. The study was approved by the local medical ethics committee.
Echocardiography
Transthoracic echocardiography was performed using a Vivid-7 (General Electric, Horton, Norway) and a 2.5 MHz probe. LV-dimension and wall thickness were measured on a standard parasternal long axis view, atrial dimensions measured in parasternal long axis and apical four-chamber view. Left ventricular systolic function was analyzed in all standard views. All measurements were performed according to the European Society of Echocardiography guidelines [17] . Standard mitral valve inflow parameters were measured in the apical four-chamber view with the sample volume at the tips of the mitral leaflets; two consecutive heart cycles were recorded at end-expiration. Early mitral valve inflow (E), deceleration time of E inflow (DT), atrial contraction (A) and isovolumetric relaxation time (IVRT) were measured. Both TDI modalities were acquired. TDI measurements were performed in an apical four-chamber view (AP4CH) making sure samples were placed at the junction of MV annulus and basal part of LV myocardium. PW-TDI measurements were performed while scanning (online measurements) using a high-pass tissue filter. A sample size of 4 mm was used (standard setting of VIVID-7, GE, Horton, Norway). If needed, a sector tilt was used to make sure that the angle between the probe and myocardial motion was \15%. CC-TDI images were acquired and digitalized, exporting them to a workstation containing ECHOPAC 8.1 version software. 2D images with a high-pass tissue filter were digitalized, and CC-TDI measurements were performed offline, using a circular sample size of 3 9 3 mm and FPS [ 180 frames/s, while a single observer was blinded by outcomes of PW-TDI measurements.
E 0 was measured with both TDI modalities by a single experienced echo technician. Mean of lateral and septal E 0 values were used in calculation of E/E 0 .
Statistical analysis
Data were analyzed with SPSS version 14.0. All data were expressed as mean and standard deviation. CC-TDIand PW-TDI-derived values were compared using a paired T test and Bland-Altman analysis. Scatter plots were made to evaluate linearity of E 0 and E/E 0 values. A simple regression analysis was used for calculating the relation between both methods of calculating E 0 and E/E 0 . Agreement of classification was analyzed using Cohen's kappa test.
Results
A total of 114 patients were studied. Table 1 shows the patient characteristics. Mean age was 52 ± 16.7 years, and 62% were males. Nineteen patients had a previous myocardial infarction; chronic heart failure was diagnosed in 21 patients; 17 had a history of hypertension and 14 were diagnosed with coronary artery disease.
Comparison between PW-TDI and CC-TDI
We found a strong correlation of septal and lateral mean E 0 velocities between both PW-TDI and CC-TDI (r = 0.93; p = 0.001; Fig. 1 ). However, mean E 0 values measured with CC-TDI were consistently lower than those measured with PW-TDI. E 0 velocity measurements with PW-TDI showed a mean of 10.3 ± 3.9 cm/s, and E 0 velocity measurements with CC-TDI show a mean of 7.7 ± 3.1 cm/s (p \ 0.001). Bland and Altman representations of these differences are shown in Fig. 2 , showing a proportional error, i.e., the difference between both methodologies is higher when E 0 values are higher. The relation between E 0 measured in our data can be described as: E 0 (PW-TDI) = 1.25 ? 1.17 9 E 0 (CC-TDI). Our Bland and Altman analysis (Fig. 3) shows the variability of the relationship between both measurements (*10-50% difference between values). We also found a strong correlation of E/E 0 values between PW-TDI and CC-TDI (r = 0.85; p \ 0.001; Fig. 4 ). However, E/E 0 measured with PW-TDI was consistently lower compared with CC-TDI (9.1 ± 3.1 vs. 12.5 ± 5.7; p \ 0.001). Relation between both methods of calculating E/E 0 can be formulated as: E/E 0 (PW-TDI) = 2.13 ? 0.56 9 E/E 0 (CC-TDI).
Classification of left ventricular diastolic function
The cut-off E/E 0 values for the diagnosis of diastolic heart failure defined by the ESC consensus statement (normal \8; possible diastolic dysfunction 8-15; diastolic dysfunction [15) were based on measurements with PW-TDI. Using this definition, we found marked differences in the classification of diastolic function when using either PW-TDI or CC-TDI. Diastolic dysfunction was diagnosed in nine patients using PW-TDI, and in 24 patients using CC-TDI (p \ 0.001). Conversely, absence of diastolic Mean PW E 0 (sep-lat) 10,3 ± 3.9 E 0 sep 6.9 ± 2.9 E 0 lat 8.5 ± 3.7
Mean E 0 (sep-lat) 7.7 ± 3.1
Data are presented as mean ± SD PW E 0 E myocardial velocity using pulsed wave tissue Doppler; E 0 E myocardial velocity using color-coded tissue Doppler; E/PW E 0 E/E 0 calculated by usage of PW-TDI; E/E 0 E/E 0 calculated by usage of CC-TDI; HF heart frequency; bpm beats per minute; CHF chronic heart failure; CAD coronary artery disease; NYHA New York Heart Association classification; DT deceleration time; IVRT isovolumetric relaxation time; LVEF left ventricular ejection fraction; AMI acute myocardial infarction dysfunction was diagnosed in 48 patients using PW-TDI, and in 16 patients using CC-TDI (p \ 0.001) (Fig. 5) . Using the proposed formula E/E 0 (PW-TDI) = 2.13 ? 0.56 9 E/E 0 (CC-TDI), cut-off values of CC-TDI should be: normal \11; possible diastolic dysfunction 11-20; diastolic dysfunction[20.
Discussion
We found a strong correlation between myocardial velocities measured with PW-TDI and CC-TDI in wide range of patients with and without left ventricular systolic and diastolic dysfunction and with and without symptoms. This indicates that although both methodologies are different, they represent the same velocity increase and decrease profile. However, the actual values that are obtained are markedly different. As a consequence, a significant difference in calculated E/E 0 values was found, which has important implications for the classification of patients with diastolic heart failure. Evaluation of diastolic function has become increasingly important, since it has been well established that nearly half of the patients that are hospitalized for acute decompensated heart failure have a relatively preserved systolic function, and diastolic dysfunction is considered to be the main cause of heart failure in these patients. Well-defined criteria for the diagnosis of diastolic heart failure are therefore important. A major step forward has been made with the consensus statement on the diagnosis of heart failure with normal left ventricular ejection fraction by the European Society of Cardiology [8] . One of the main measurements proposed to assess diastolic function is tissue velocity E (E 0 ), and cut-off values have been agreed upon for classification of diastolic function using in particular the E/E 0 ratio. It is important to realize that the proposed E/E 0 cut-off values are based on pulsed Doppler measurements (PW-TDI). CC-TDI is routinely used in many clinics, and if they apply the same criteria for diastolic dysfunction as suggested in the ESC consensus statement, there will be a considerable overestimation of patients with diastolic dysfunction.
Previous studies comparing PW-TDI and CC-TDI have shown comparable results in phantoms, smaller cohorts of healthy volunteers and patients [14] [15] [16] . Kukulski et al. [11] investigated phantoms and 23 healthy volunteers (mean age 33 years), and found a good correlation between both methods but with unsatisfactory limits of agreement. McCulloch et al. [15] investigated 31 patients and showed significant correlations between myocardial velocities measured with PW-TDI and CC-TDI, with a significant underestimation of CC-TDI and consequently an overestimation of E/E 0 . In their analysis of E 0 values, they found a relation which could be described by the following formula: E 0 (PW-TDI) = 1.46 ? 1.14 9 E 0 (CC-TDI). However, as they stated, a numeric uniform correction calculating PW-TDI-derived E 0 from CC-TDI-derived E 0 was hampered by the variable relationship (*10-90% difference between values) as was shown in their Bland and Altmann analysis. Our Bland and Altmann analysis shows a better relationship (*10-50% difference between values). Tartiere et al. [16] compared PW-TDI and CC-TDI in 52 patients. They also found a similar difference between the two methods. Their Bland and Altman plot showed results comparable to our data for E 0 values between 3 and 11 cm/s. Values above 11 cm/s in their group were sparse (four patients) compared to our population, and therefore our study gives more insight in the differences between both methods for a larger range of values. This leads to a more complete insight in the relation between PW-TDI and CC-TDI, showing increased differences with an increasing value of E 0 . The differences between the E 0 measurements can be partially explained by the different methodologies used for the estimation of myocardial velocities. PW-TDI is computed with a fast Fourier transformation (FFT) technique which will result in a peak velocity measured, while CC-TDI uses autocorrelation methodology resulting in peak-mean velocity. These limitations and differences in methodology were described in detail by Kukulski et al. [14] . A second explanation for the observed difference might be the placement of the sample within the myocardium. However, this explanation is less likely to account for the structural difference in TDI values since roughly the same myocardial region was sampled. Still slightly different transducer angulation and evaluation of different heart cycle may account for some of the differences. Other explanations might be related to the use of filters to reduce noise.
Technical disadvantages are more or less the same in both methodologies; however, CC-TDI has less spatial resolution and the advantage of offline measurements. Another advantage of CC-TDI methodology are other applications that can be performed on these tissue filtered images like tissue tracking and strain rate imaging.
Limitations
The applicability of our formula's to calculate E 0 and E/E 0 for PW-TDI using measurements of E 0 obtained with CC-TDI or vice versa is not optimal since we also showed a large variability between values. The current formula, however, seems to be the best we have got so far. This variability can be partially explained by differences in methodology and slight differences in sample placing. Also a slight difference in frame rates used in both methodologies of 180-211 fps might have increased this variability while due to 'undersampling' of CC-TDI peak velocities might have been missed.
Conclusion
In this study, we showed a strong correlation between E 0 values obtained by PW-TDI and CC-TDI. However, E 0 velocities obtained by CC-TDI are significantly lower. This may lead to different classification of diastolic function and erroneous diagnosis of diastolic heart failure in clinical practice using CC-TDI.
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